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AVIONICS SPECIALIST, INC.

3833 PREMIER AVENUE
‘ CALIBRATION MEMPHIS, TN 38418 U.S.A.
PHONE: (901) 362-9700

FAX: (901) 376-8310

CERTIFICATE OF TRACEABLE CALIBRATION

Customer's PO: 296 Certificate No: 509038
Customer: PPNS LLC DBAPIUS PARTS Date: 21Feb 2024
11 BEE TREE CIRCLE Make: BARFIELD
ROCKPORT TX 78382 Type: TEST SET
United States Model: DPS400
PN: 101-01180
Calibration Date: 21 Feb 2024 SN: 073
Calibration Due Date: 21 Feb 2025 Asset ID:
Temperature: 33° Fahrenheit Accessories: (1) POWER CORD
Humidity: 71% Relative Humidity (1) USED ROLL OF TAPE
(7) FITTINGS
INSTRUMENT CONDITION:

RECEIVED: In Tolerance
RETURNED: In Tolerance

A8l certifies the above instrument meets or exceeds all published specifications and has been calibrated
using standards and instruments whose accuracies are traceable to the National Institute of Standards
and Technology, or an accepted value of natural physical constant, or a ratio calibration technique. The
policies and procedures at this facility comply with MIL-STD-45662A,

ANSINCSL Z540.3-2006, and ISO/IEC 17025:2017.

CALIBRATION PROCEDURE: 56-101-0118-C, REV.C 11/5/2003

REMARKS:

This certificate applies only to the item identified and shall not be reproduced without the written approval of Avionics Specialist, Inc.

Unless otherwise stated, the T.U.R. (Test L inty Ratio) of this ion is 4:1 or greater.

CALIBRATION EQUIPMENT USED:

MODEL MAKEI/TYPE ID NUMBER Calibration Date  Calibration Due Date
8500-10 LAVERSAB AIRDATATESTER 74086 17 Jul 2023 17 Jul 2024

Calibrated By: M Quality Assurance Inspector;
SEAN RIAL MICHAEL J. WESTPHALL




